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Test protocol in accordance with EN 50678 (or local equivalent standard) 

of the Bambulab A1 Printer after repair 

 

 

Customer details:  Contractor (Electrically Skilled Person 

in terms of EN 50678 or local 

equivalent standard):  

  

  

  

  

 

Test devices:  Manufacturer: Bambu Lab 

 Type: A1 Printer (combo) 

Serial number(s): 

 

 

 

 

 

 

Number of devices tested: __________  

Thereof marked as passed: __________  

Thereof not passed and without test mark: __________  

Do attach “test protocol part 2 – measurement data” to this test protocol! 

 

The electrical devices/work equipment 

according to the test protocol (Part 2) - 

measurement data - with passed test comply 

with the generally recognized rules of 

electrical engineering and have been 

provided with test marks.  

 

 

 

Devices/work equipment according to the 

test protocol (Part 2) - with failed test - have 

been marked as unsafe and do not comply 

with the generally recognized rules of 

electrical engineering. 

These devices may no longer be 

operated!  

 

 

 

 

 

Signatures: 

Customer:  

 

 

 

Responsible auditor:  

 

 

 

Signature:  

 

 

 

Signature:  

 

 

 

Retain this test protocol together with the A1 Printer instructions of use and other 

product documentation! 

Next inspection date according to risk 

assessment: 

 

 

Test date to be recommended on the basis 

of the test results: 

 

 
 


